Raman spectroscopy and X‐ray diffraction responses when measuring health‐related micrometre and nanometre particle size fractions of crystalline quartz and the measurement of quartz in dust samples from the cutting and polishing of natural and artificial stones by Stacey, Peter et al.
Raman spectroscopy and X ray diffraction responses ‐
when measuring health related micrometre and nanometre‐  
particle size fractions of crystalline quartz and the 
measurement of quartz in dust samples from the cutting 
and polishing of natural and artificial stones
STACEY, Peter, HALL, Samantha, STAGG, Stephen, CLEGG, Francis 
<http://orcid.org/0000-0002-9566-5739> and SAMMON, Chris 
<http://orcid.org/0000-0003-1714-1726>
Available from Sheffield Hallam University Research Archive (SHURA) at:
http://shura.shu.ac.uk/28600/
This document is the author deposited version.  You are advised to consult the 
publisher's version if you wish to cite from it.
Published version
STACEY, Peter, HALL, Samantha, STAGG, Stephen, CLEGG, Francis and 
SAMMON, Chris (2021). Raman spectroscopy and X ray diffraction responses when‐  
measuring health related micrometre and nanometre particle size fractions of ‐
crystalline quartz and the measurement of quartz in dust samples from the cutting 
and polishing of natural and artificial stones. Journal of Raman Spectroscopy. 
Copyright and re-use policy
See http://shura.shu.ac.uk/information.html
Sheffield Hallam University Research Archive
http://shura.shu.ac.uk
R E S E A R CH AR T I C L E
Raman spectroscopy and X-ray diffraction responses when
measuring health-related micrometre and nanometre
particle size fractions of crystalline quartz and the
measurement of quartz in dust samples from the cutting
and polishing of natural and artificial stones
Peter Stacey1,2 | Samantha Hall1 | Stephen Stagg1 | Francis Clegg2 |
Christopher Sammon2
1Buxton Laboratory, Health and Safety
Executive, Buxton, UK
2Materials and Engineering Research
Institute, Sheffield Hallam University,
Sheffield, UK
Correspondence
Peter Stacey, Buxton Laboratory, Health
and Safety Executive, Harpur Hill,
Buxton, Derbyshire SK17 9JN, UK.
Email: peter.stacey@hse.gov.uk
Funding information
Health and Safety Executive, Grant/
Award Number: PH00760
Abstract
Around 560 000 workers in Great Britain are potentially exposed to respirable
crystalline silica (RCS), which can cause disabling diseases, such as silicosis
and lung cancer. These experiments assessed the performance of a new Raman
spectroscopy method for measuring RCS, in samples of pure quartz powder
with different median aerodynamic particle diameters and stone dusts from
variety of natural and artificial stones. The relationship between the Raman
response and particle size was characterised by measuring subfractions of the
respirable quartz standard A9950 collected using the Sioutas impactor. Bulk
samples of quartz standards A9950 and Quin B that provided the highest
median particle size diameters were also measured. Health-related thoracic
and respirable particle size fractions, and the environmental monitoring
fractions of PM10, PM2.5, PM1 and PM0.5, were also collected during the
powered cutting and polishing of sandstone and diorite (granite), engineered
and sintered stones. All Raman spectroscopy results were compared with those
from X-ray diffraction (XRD), which was used as the reference technique. The
Raman spectroscopy response closely followed the predicted crystallinity of
RCS for different particle diameters. Raman spectroscopy obtained slightly
higher percentages than XRD for particle size fractions below 1 μm. The
Raman spectroscopy and XRD results were highly correlated for the thoracic,
respirable and impactor fractions. The coefficients of determination were
between 0.98 and 0.95. The slope coefficients for the correlation were 1.11 for
the respirable fraction and 1.07 for the thoracic fraction. Raman spectroscopy
is a promising alternative to XRD for measurement of RCS with a much lower
limit of detection of 0.21 μg compared with 1 μg.
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1 | INTRODUCTION
This study was designed to support research to compare
the particle size emission profile of aerosols generated
from the powered cutting and polishing of natural and
artificial stones. Industrial processes, using materials con-
taining crystalline silica, can generate aerosols containing
respirable (respirable crystalline silica [RCS]) particles
that are small enough to penetrate to the alveoli region of
the lung and can cause diseases like silicosis[1] and lung
cancer.[2] It is estimated that 560 000 workers are regu-
larly exposed to RCS in Great Britain[3] and 1.7 million in
the United States.[4] One approach to assess exposure to
hazardous airborne substances is to measure the concen-
tration of the material entering the breathing zone of a
worker. A sample of the aerosol is collected, using a sam-
pler that selects sizes of particles that are associated with
the main health effect. There are several different health-
related size fractions that are of interest to researchers
when evaluating the occupational health risk from aero-
sols of dust. The three size fractions that are of signifi-
cance in occupational hygiene are for particle diameters
that can penetrate into the nose and throat (inhalable),
the larynx (thoracic) and the alveoli (respirable).[5]
Respirable sized particles are associated with silicosis
caused by inhalation of particles of crystalline silica. The
respirable and thoracic fractions are subfractions of the
inhalable dust that penetrate beyond the larynx and into
the lung. The inhalable fraction contains particles that do
not penetrate as far as the lung, where silicosis and lung
cancer can occur, so this size fraction was not evaluated
in this study. Differences between each particle size
definition are shown in Figure S1.
The thoracic aerosol samplers are designed to select
particles with a log-normal cumulative distribution of
aerodynamic diameters that are less than 40 μm and have
a median of 10 μm. Respirable samplers are designed to
select particles with diameters of less than 16 μm and a
median diameter of 4 μm. These particle size fractions
differ from those used when measuring aerosol particu-
lates in environmental atmospheres, which are termed
PM10 for all particulate diameters less than 10 μm,
PM2.5 for particulate diameters less than 2.5 μm and
PM1 for particulate diameters less than 1 μm. Aerosol
samplers in environmental monitoring are designed to
select the particle diameters with a more refined size
selection cut within a specific standard deviation.[6]
PM10 is comparable with the thoracic particle size health
fraction, and PM2.5 is used to specifically inform on the
risks to health from those particles likely to penetrate to
the gas exchange region (alveoli) of the lung.[7] Particle
size fractions of PM2.5 and PM1 (particles equal to or less
than 2.5 or 1 μm) are also of interest because these
particles have greater potential to deposit in the alveoli.
X-ray diffraction (XRD) and Fourier transform infra-
red spectroscopy (FTIR) are two techniques that are cur-
rently employed for the measurement of concentrations
of RCS in workplace aerosols.[8] Each technique employs
a different principle of measurement. XRD measures the
intensity of X-ray radiation diffracted from the arrange-
ment of atoms within the structure of a crystalline com-
ponent in the dust sample, whereas FTIR measures the
absorbance of infrared radiation, which, for RCS, is
related to the asymmetric Si–O–Si stretching and Si–O
bending vibrations of the silicon and oxygen atoms in the
crystalline silica.
Two significant factors that affect the accuracy of
XRD and FTIR measurements of crystalline silica in
dusts are the presence of interferences (i.e., other crystal-
line components with reflections or absorbance that coin-
cides with those from crystalline silica) and the particle
size and crystallinity of the measured material. The parti-
cle size of the RCS in a sample of dust affects the
measurement response for both XRD and FTIR.[9] FTIR
absorbance increases as the particle size decreases from
about 8 to 1 μm in diameter,[10,11] whereas XRD inte-
grated area intensity measurements are more consistent
over this particle size range.[9,12,13] The measurement
response per unit mass of both FTIR[10] and XRD[9,12]
shows an attenuation at particle diameters less than
1 μm. The reduction in measurement response for both
XRD and FTIR is attributed to a thin amorphous, or less
ordered, layer on the surface of each crystalline silica par-
ticle of approximately 0.03 μm in depth that transitions
into a more crystalline centre.[10,14–16] The less crystalline
surface layer contributes proportionately more, in terms
of particle volume and mass, at particle diameters less
than 1 μm, so that both the XRD and FTIR techniques
give lower measurement responses for the mass of crys-
talline silica particles. The mass of crystalline silica in the
aerosol would be under-reported, if the reference
material used for calibrating each instrument contained
significant numbers of larger particles (equal or greater
than 1 μm), than those in the collected aerosol.
Raman spectroscopy has been widely used for the
characterisation of individual aerosol particles[17–20];
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however, it is a relatively new technique for the quan-
titative analysis of hazardous substances in aerosols
collected for occupational hygiene exposure measure-
ments.[20–23]
The aim of this work is to assess if particle size is a
factor that affects the Raman band intensity when using
the specific analytical conditions proposed for a new
method to measure aerosols of RCS collected onto
filters.[24] Another aim of this study is to compare results
obtained using Raman spectroscopy, as a new method to
measure RCS, with those obtained from the established
technique of XRD for both laboratory generated samples
and emissions collected during typical stone working
activities.
Particle size can affect the measured Raman spec-
troscopy response, and micro-Raman spectroscopy is
used as a technique to measure the particle size of
nano-sized particles.[25] The profile and position of the
Raman band can change as the particle diameter
decreases.[26] The role of particle size and its effect on
near infrared (NIR) Raman scattering in loose powders
and tablets were described by Schrader et al.[27,28] Equa-
tion 1 was used to explain the scattering of the Raman
band intensity emitted from the substance in an anti-
parallel direction from a sample, that is, with a mea-
surement arrangement that is similar to the modern
Raman spectrometers with microscope attachments





ksinh kd + α+ rð Þsinh kd cosh kd−krd
α+ rð Þsinh kd+ kcosh kd½ 2
ð1Þ
where k2 = 2rα + α2, α is the absorption coefficient,
r is the elastic scattering coefficient, s is the Napierian
(internal) scattering coefficient, d is the depth of sam-
ple and Φ is the applied flux. The elastic scattering
coefficient (r) is inversely proportional to the diameter
of the particles,[28] which would imply that scattering
would be greater in powders for larger diameter
grains.
The principal theoretical findings of Schrader et al.[28]
were that Raman intensity should
a. increase as the particle size increases;
b. increase when the depth of the sample increases,
which reaches a stationary value at small sample
thickness for fine powders; and
c. be independent of the size of grains when measuring
small particles with optimised conditions (i.e., in
cuvettes with reflective surfaces).
However, the intensity (I) of the Raman band
response observed by the detector through the instru-
ment is also dependent on a number of other factors
(Equation 2), which includes the wavenumber of the
energy source (v0Þ; the Raman shifted wavenumber (Δv);
the reference wavenumber vref
 
; the applied power of
the energy source (Φ); the cross-sectional area of the laser
beam on the sample (A); the depth of the sample (d); the
number of molecules per unit volume irradiated (N); and
the differential Raman photon scattering cross-section
(the proportion of photons [Jscattered] effectively scattered




d v0−Δvð Þ4N β vref −Δv
 −4 ð2Þ
Several practical studies have examined the effect of
particle size on Raman response in crystalline powders
or grains,[29–33] and some of these articles[30,32] show
that smaller particles can lead to an increase of inten-
sity, which is contrary to the findings of Schrader
et al.[28] Most of these previous studies involve particle
sizes greater than 10 μm or particles compacted in pel-
lets to examine the Raman response from pharmaceu-
tical tablets, which is less relevant to the subject of
this article.
This study examined aerosol particles scattered onto a
thin reflective filter (silver) and focused on health-related
particle size fractions and environmental sample
fractions of aerosol particulates (0.5 to 10 μm). These
diameters are much closer to the wavelength of the
incident energy, that is, an NIR laser of 0.785 μm than
particles studied in previous work.
2 | METHOD
The experiments were designed in three stages. First, a
calibration was developed using the respirable quartz
reference material A9950 (Health and Safety Executive
[HSE], Buxton, UK). A9950 is a high purity quartz ref-
erence material with a crystallinity of 89.3%.[9] Second,
the measurement response for the XRD and Raman
spectroscopy was compared for different size fractions
of A9950 collected using a Sioutas impactor,[34] and a
calibration mass correction factor was determined to
correct the measured mass for any reduction in XRD or
Raman spectroscopy response at small particle diame-
ters. Third, XRD and Raman spectroscopy measure-
ments of crystalline silica were compared for samples of
dust generated from the cutting and polishing of natu-
ral and artificial stones.
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2.1 | Calibration of XRD and Raman
spectroscopy instruments
Raman measurements were collected using an In-Via
microscope (Renishaw Ltd, Gloucester, UK) with an NIR
(785 nm) laser with a line output at 300 mW, and
110 mW on the sample, without attenuation. XRD
measurements were obtained using an X-pert Pro MPD
instrument (PANalytical Ltd, Cambridge, UK) with
focusing Bragg–Brentano geometry and X-pert for Indus-
try software (Malvern Panalytical Ltd, Malvern, UK).
XRD and Raman spectrometry measurement condi-
tions and methods to determine the limits of detection
(LODs) are described in previous articles[21,35] and in the
Supporting Information.
Calibration samples for XRD and Raman spectros-
copy were prepared by filtering aliquots (0.25 to 9 ml)
from a 201 μg ml−1 suspension of A9950 in isopropanol
into a 15-mm-diameter area on 0.45-μm-pore-size silver
filters (SKC Ltd, Blandford Forum, Dorset, UK). A sus-
pension of 14.7 μg ml−1 was used for lower loadings.
The area of the sample deposit was constrained to
176.7 mm2 using a bespoke 15-mm-diameter filtration
funnel. The preparation of calibration samples to aid a
uniform deposit is described in previous articles.[21,24]
The mass of sample loaded onto the silver filters was
kept below 1000 μg to avoid correcting for sample
absorption when using XRD.[36] The calibration
response trend line was extended up to 1800 μg to
examine the effect of the depth of sample on Raman
band intensity.
2.2 | Generation of samples of A9950 to
assess stability of the Raman band
response
A Sioutas impactor aerosol sampler[34] was used to collect
aerosols of A9950 generated in a containment box within
a fume cupboard. This impactor aerosol sampler selects
particles following the particle selection criteria defined
for environmental health-related monitoring. The Sioutas
separates the captured aerosol into four fractions for
particles between 10 and 2.5 μm, 2.5 and 1 μm, 1 and
0.5 μm and 0.5 and 0.25 μm. PM10 is the sum of all the
fractions, whereas PM2.5 is the sum of the three fractions
excluding the 10 to 2.5-μm cut. Particles less than
0.25 μm are captured on an exit filter.
The Sioutas impactor was calibrated to operate at its
specified flow rate of 9 L min−1 using a TSI 4100 flow
metre (TSI Inc, USA). Size fractions of A9950 were
collected on 0.5-μm-pore-size polytetrafluoroethylene
(PTFE) filters (SKC UK Ltd, Blandford Forum, UK)
placed on each impaction stage. Dust collected onto
PTFE filters was washed into glass bottles with
isopropanol and filtered into a 15-mm-diameter area on
0.45-μm-pore-size silver filters for analysis. An amount of
isopropanol was placed into a borosilicate glass bottle,
which was sufficient to cover a PTFE filter. PTFE filters
containing sample were inserted into the glass bottle and
wetted with the isopropanol. The filter was then held
with tweezers close to the surface of the isopropanol, and
the remaining dust was washed or scrapped into the
liquor with a spatula. The filter, spatula and sides of
the glass bottle were washed with isopropanol into the
liquor. The suspension was then filtered onto silver filters
following the previously described procedure.
The proportions of A9950 were then measured on
each silver filter using XRD and Raman spectroscopy.
Twelve filters (three from each impactor stage) were
used to assess the potential for loss of dust during the
recovery and filtration processes. The weight of dust
collected on the PTFE and silver filters was determined
gravimetrically using a balance with a readability of six
decimal places (Sartorius UK Ltd, Epsom, UK). The
average recovery and its standard deviation were
recorded for the 12 filters.
The XRD and Raman spectroscopy responses were
also compared when measuring the respirable fraction of
aerosolised quartz standard Quin B collected using the
GK 2.69 respirable sampler (Mesa Labs, Lakewood, Colo-
rado, USA) operating at a flow rate of 4.2 L min−1. The
GK 2.69 sampler was used with an adaptor for a 25-mm-
diameter PVC filter in a conductive filter cassette. The
PVC filters collected from the respirable sampler were
placed into glass bottles and ashed using a low-
temperature plasma asher (Emitech K1050X, Quorum
Technologies Ltd, Ashford, UK). The filters were ashed
in air at 50% power for 12 h and then in oxygen for 4 h at
95% power. About 5 ml of isopropanol was added to the
bottle after it was removed from the asher. The liquor
and residue were then sonicated for about 2 min and
filtered into a 15-mm-diameter circular area on 0.45-μm-
pore-size silver filters.
Bulk samples of A9950 and Quin B quartz reference
materials were used to evaluate the measurement
response for quartz dusts with median particle sizes from
about 4 up to 7 μm. The quartz reference material Quin B
(Institut National de Recherche et de Sécurité [INRS],
France) has a crystallinity of 95.5% and a median particle
size closest to the thoracic fraction (median diameter of
7.2 μm when measured using laser diffraction). The
quartz reference material A9950 has a median diameter
of 4.2 μm.
About 1 mg of bulk quartz power (A9950 or Quin B)
was weighed into a glass bottle, sonicated for 2 min in
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isopropanol and filtered into a 15-mm-diameter area on a
pre-weighed silver filter. Three replicate samples were
prepared for each powder.
A two-sided t test was used to compare if the XRD
and Raman spectroscopy measurements made on the
same samples were similar, for each size fraction, with a
95% level of confidence. A probability (p) value greater
than 0.05 would indicate that the results for each
instrument were not significantly different.
Laser diffraction particle size measurements were
used to verify the particle size distribution of the A9950
collected by each particle size fraction. The particle size
measurements were conducted by Particle Technology
Ltd (Hatton, Derbyshire, UK) using a Horiba LA950 laser
diffraction particle size analyser (Horiba UK Ltd, North-
ampton, UK). The laser diffraction instrument reports
the volume distribution of sphere diameters.
The mass of the quartz particle and the mass of the
crystalline quartz are different when particles are small,
which may affect the instrument response.[14,16] To com-
pare the relationship between Raman response and crys-
tallinity, the relative mass response for each particle size
fraction was plotted with a line showing the proportion
of crystalline quartz for particles with a disordered layer
of 0.03 μm. The predicted crystallinity was calculated by
making the assumption that these particles were spheri-
cal and by calculating the volume for the particle and the
crystalline material, where the radius is reduced by
0.03 μm. The volume crystalline material was then
divided by the total volume of the particle for each
median particle size value from each size fraction. A
volume spherical diameter is similar to that measured by
a laser diffraction instrument and equates to an aerody-
namic diameter for small particles.
A mass correction factor (XÞ for the average
difference in response per unit mass from the calibration







where MT represents the mass of particles collected by an
impactor size fraction, determined gravimetrically, mI is
the mass reported using the instrument (XRD or Raman
spectroscopy) and n is the number of ratios. This average
ratio was applied to correct for any reduction in instru-
ment response from the calibration at small particle
diameters.
2.3 | Samples from cutting and polishing
of stones
Cutting and polishing tests were conducted on sandstone,
two engineered (resin-containing) stones, a natural stone
known as diorite (which is an igneous rock related to
granite) and a sintered stone. The mineral composition of
each of these stones was measured using XRD and the
Rietveld method with an internal standard. The genera-
tion of emissions from the powered cutting and polishing
of stones was carried out in a dust tunnel (Figure 1),
which is a long box about 1.5 m high and 1 m wide. The
stones were held on a traverse, which moved the stone in
the x and y directions whilst the stone was cut or
polished. A fan moved air from outside the building
through the dust tunnel past the traverse and towards a
rotating manikin, which simulated the presence of a
worker and was used as the sampling position. A turbu-
lence grid with three ionising fans was positioned down-
stream of the emission and used to reduce eddies and
improve mixing of the generated aerosols.
A GK 2.69 sampler with a cassette for a 37-mm-
diameter PVC filter collected the respirable fraction,
whilst another GK2.69 sampler operating at 1.6 L min−1
collected the thoracic fraction.[37] A Sioutas impactor
operating at its specified flow rate of 9 L min−1 was used
to collect the environmental particle size fractions within
PM10. The GK 2.69 samplers were placed on the front of
the rotating manikin on the chest, and the Sioutas sam-
pler was placed on its back at about the same height.
Three replicate tests were performed with the GK 2.69
samplers and two with the Sioutas impactor. The filter
samples from the respirable and thoracic samplers were
ashed following the procedure previously described. The
Raman band response for each impactor stage for each
dust was compared with the response obtained from
FIGURE 1 Configuration
of the dust tunnel, not to scale
[Colour figure can be viewed at
wileyonlinelibrary.com]
STACEY ET AL. 5
XRD (which is related to the crystallinity of the quartz
particulate). In addition, the mass of quartz particulate
collected in each impactor stage was estimated by apply-
ing the mass correction factor (XÞ to the measured
Raman band and XRD responses.
3 | RESULTS
The mass response trend lines achieved for Raman
spectroscopy when pipetting aliquots of A9950 onto silver
filters are shown in Figure 2. The stability of the average
area responses from typical particle loadings from each
stage from a Sioutas impactor is shown in Figure S3.
Scanning electron microscope (SEM) images of the
density of particles at various mass loadings are shown in
Figure S4. Particles appeared to be a continuous layer
from a loading of about 500 μg and are stacked on top of
each other in the image at 1000 μg. The trend lines for
XRD are shown in Figure S5. The maximum mass value
for the XRD calibration was about 1000 μg because of the
significant absorption of the X-ray response (about 20%)
at higher mass loadings[36] when quartz is deposited on a
15-mm-diameter area. The LODs from the two
approaches for the Raman spectroscopy and XRD mea-
surements are listed in Table 1.
The average recovery of fractions of A9950 from
12 PTFE Sioutas impactor filters and onto the silver fil-
ters was 100 ± 3.8% (1 σ). The mass loadings ranged from
890 to 1300 μg for the 2.5- to 10-μm impactor stage and
from 102 to 120 μg for the 0.25- to 0.5-μm stage. The par-
ticle sizes of A9950 collected by each impactor filter and
the bulk quartz reference dusts were measured using
laser diffraction. They are also shown in Table 2 with the
average percentage mass response from each technique,
the standard deviation of the replicate analyses and the t-
test probability value for each set of techniques.
Figure 3 shows the change in instrument response
per unit mass for each measured particle size fraction. A
curve for the predicted crystallinity of quartz particles for
various diameters with a disordered surface layer of
0.03 μm[10] is also shown. The average Raman spectros-
copy values are significantly higher than those from XRD
for the two impactor stages covering the smallest parti-
cles (1 to 0.5 μm and 0.5 to 0.25 μm). The p values from
the t tests are 0.13, 0.02, <0.01 and <0.01 for the 10- to
2.5-μm, 2.5- to 1-μm, 1- to 0.5-μm and 0.5- to 0.25-μm
impactor stages, respectively (Table 2). The XRD results
obtained in this research are comparable with those
obtained by Page,[12] who measured samples of a grade of
quartz dust known as Min-U-Sil 10 (Figure S6).
3.1 | Stone cutting and polishing tests
Paired XRD and Raman spectroscopy results were
obtained from a total of 119 emission test samples, which
included 72 impactor and 47 respirable and thoracic sam-
ples. In total, there were 24 XRD values below the lowest
estimated LOD of 1 μg and four Raman spectroscopy
values below the highest estimated LOD of 0.21 μg. The
mass percentages of crystalline silica and other crystalline
mineral components in the sandstone and engineered
(resin-containing), diorite and sintered stones used in the
FIGURE 2 Relationship between Raman responses for a mass
of quartz loaded into a 15-mm-diameter area onto a silver filter
TABLE 1 Limits of detection
(LODs) for the XRD and Raman
spectroscopy methods when measuring
quartz on clean blank filters, ashed and
deposited in a 15-mm-diameter area on
a silver filter, and when calculating the
LOD for quartz from the variability in
the background scatter
XRD
Angle of reflection (2 θ) 20.9 26.6 50.1
Measurement of blank filters 11 μg 1 μg 13 μg
By calculation. From the variability of the
background scatter
14 μg 3 μg 21 μg
Raman
Measurement of blank filters 0.210 μg
By calculation. From the variability of the
background scatter
0.085 μg
Abbreviation: XRD, X-ray diffraction.
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emission tests are shown in Table 3. Results comparing
the instrument response and estimated mass of crystal-
line silica measured by XRD and Raman spectroscopy in
each Sioutas particle size fraction for the samples col-
lected from the cutting and polishing of engineered stone
and sandstone are shown in Figure 4 for power cutting
and Figure 5 for polishing. Results for diorite and
sintered stones are in Figure S7 (cutting) and Figure S8
(polishing). The results for XRD are shown in the charts
on the left-hand side, and the Raman spectroscopy mea-
sures, reported on the same samples, are shown in the
charts on the right-hand side. The solid lines in the charts
in these figures represent the instrument response. The
broken lines on these charts represent the calculated
values for the mass of quartz particles when the mass cor-
rection factor was applied. The XRD mass response cor-
rection factors were 0.95, 1.11, 1.38 and 3.62, and the
Raman spectroscopy mass response correction factors
were 1.00, 0.98, 1.20 and 1.82 for the 10- to 2.5-μm, 2.5- to
1-μm, 1- to 0.5-μm and 0.5- to 0.25-μm impactor stages,
respectively.
For cutting stone, the range of loadings on the impac-
tor samples was from 1600 to 700 μg for the 10- to 2.5-μm
stage down to 122 to 72 μg for the 0.5- to 0.25-μm stage.
When polishing, the range of loadings on the impactor
filters was from 787 to 330 μg for the 10- to 2.5-μm stage
down to 37 to 19 μg for the 0.5- to 0.25-μm stage. For the
samples from cutting, two XRD values were less than the
LOD (1 μg) for the smallest size fraction; for the sintered
stone and diorite samples (and hence the missing data
points in Figure S7), only one Raman spectroscopy mea-
surement reported an LOD when measuring the same
samples. For the samples collected from polishing,
14 XRD values were below the LOD. In contrast, Raman
spectroscopy was not able to report two results from the
polishing activity. The two Raman spectroscopy measure-
ments were on samples collected from the sintered stone
(Figure S8). One Raman spectroscopy measurement was
TABLE 2 Particle size statistics measured by laser diffraction for fractions of aerosolised quartz reference material A9950, and the bulk
powders of A9950 and Quin B, the average percentage of quartz measured with standard deviation and the t-test probability that the XRD



















0.25 to 0.5 μm
0.6 0.54 XRD 4 27.6 ± 8.0 <0.01
Raman 4 54.9 ± 7.7
Impactor Stage 3
0.5 to 1 μm
0.88 0.85 XRD 4 72.4 ± 4.5 <0.01
Raman 4 83.5 ± 2.4
Impactor Stage 2
1 to 2.5 μm
1.34 1.31 XRD 4 89.8 ± 5.0 0.02
Raman 3 101 ± 3.0
Impactor Stage 1
2.5 to 10 μm
3.43 2.93 XRD 4 105 ± 4.7 0.13
Raman 3 99.2 ± 3.0
Quin B (respirable fraction) 3.03 2.59 XRD 3 99.9 ± 0.7 0.97
Raman 3 99.9 ± 2.1
A9950 4.85 4.20 XRD 3 107 ± 2.0 0.01
Raman 3 100 ± 1.8
Quin B 7.20 7.20 XRD 3 112 ± 0.2 <0.01
Raman 3 92.2 ± 4.2
Abbreviation: XRD, X-ray diffraction.
FIGURE 3 Relative Raman spectroscopy and X-ray diffraction
(XRD) responses when measuring size fractions of the quartz
reference material A9950
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below the LOD, and the other had too much fluorescence
in each spectrum. The sample with too much fluores-
cence was from the impactor filter collecting the 10- to
2.5-μm particle size fraction and had more than 1 mg of
dust. The highest loaded impactor samples (around 1 mg)
were affected by excessive occurrence of detector
TABLE 3 Composition of
crystalline minerals in the stone
samples
Material
Mass per cent crystalline
silica (quartz) SiO2
Other mineral phases
Per cent crystalline content




67 Albite (NaSi3O8) 14%
Engineered stone
R2
89 Rutile (TiO2) 2.2%





Sintered stone S1 6.9 Zircon (ZrSiO4) 16%
Mullite (3Al2O32SiO2) 12%
FIGURE 4 Cutting of artificial and
natural stones. Relative instrument
response and estimated mass
proportions of quartz obtained by X-ray
diffraction (XRD) and Raman
spectroscopy when measuring size
fractions collected by the Sioutas
impactor sampler
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saturation. A subsample, with less loading, was obtained
for some samples by suspending the dust from the filter
in isopropanol, taking an aliquot of the suspension and
filtering this suspension to produce a sample with a
lower particle density than was previously measured.
Figures 6–8 compare the correlations between mass
values for crystalline silica obtained by XRD and Raman
spectroscopy when measuring the impactor (Figure 6),
respirable (Figure 7) and thoracic samples (Figure 8),
during the cutting and polishing of the stones. Both the
x and y axes are log10 scale. The dotted lines on the charts
in Figures 6–8 represent the ideal 1:1 relationship. The
paired XRD and Raman spectroscopy results from the
impactor samples were corrected for changes in response
due to particle size by multiplying the measured value
with the mass correction factor for its size fraction. The
coefficient for the slope of 0.97 for the impactor samples
was not significantly different from the ideal relationship
1.00 (95% confidence level for the range of slope values
was 0.94 to 1.00). Eight XRD values, for the respirable
and thoracic dust samples from polishing, were not
reported because they were less than the LOD of 1 μg,
whereas only three values were not reported when
measured using Raman spectroscopy (LOD of 0.21 μg).
FIGURE 5 Polishing of artificial
and natural stones. Relative instrument
response and estimated mass
proportions of quartz obtained by X-ray
diffraction (XRD) and Raman
spectroscopy
FIGURE 6 A comparison of Raman and X-ray diffraction
(XRD) measurements of crystalline silica in the fractions of aerosol
collected by the Sioutas impactor for all samples (from cutting and
polishing). The results are corrected for the change in measurement
XRD and Raman response for small diameter particles (less than
1 μm in diameter) due to the reduction in crystallinity
FIGURE 7 The respirable fraction. A comparison of Raman
and X-ray diffraction (XRD) measurements of crystalline silica
collected from cutting and polishing of sandstone, engineered
stone, diorite stone and sintered stone
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Coefficients of determination for the paired relationships
were 0.97 and 0.95 with slope values of 1.11 and 1.06 for
the respirable and thoracic samples, respectively. The
slope value for the RCS analyses was significantly
different from the ideal value of 1.00 at the 95% level of
confidence (the range of values within a 95% level of
confidence was 1.03 to 1.19) but not for the thoracic
samples (the range of slope values within a 95% level of
confidence was 0.96 to 1.17).
4 | DISCUSSION
4.1 | The use of Raman spectroscopy for
exposure measurement
Raman spectroscopy has a clear benefit over XRD in
terms of its ability to measure samples with lower
masses of quartz and its sensitivity when measuring par-
ticle sizes less than 1 μm (Figure 3). Its LOD is between
0.085 and 0.210 μg, which is 14 times lower than that
calculated for the most sensitive XRD reflection. The
benefit of applying a Raman spectroscopy method based
on the averaged accumulated spectra from multiple
micro-area measurements is that the occasional spectra
with fluorescence or detector saturation can be ignored,
because the average value is fairly consistent (Figure S3),
so long as sufficient measurements are recorded. Nearly
every sample had an occasional spectrum where satura-
tion of the detector occurred, which was discounted for
the calculation of the average value. Excess fluorescence
prevented the measurement of just one single sample in
the 119 that were measured in these tests. This particu-
lar sample of zircon had a high mass loading (greater
than 1 mg) in the 10- to 2.5-μm fraction. Loadings
greater than 1 mg are not frequently encountered for
occupational hygiene sampling of RCS. The low inci-
dence of measurement failure on these challenging sam-
ples and good correlation of Raman spectroscopy and
XRD measurements (Figures 6–8) demonstrates the
robustness of the Raman spectroscopy method for sam-
ples from stone working activities. The results from the
impactor samples (Figures 4 and 5) show that, in gen-
eral, Raman will give results for samples containing
crystalline silica that are similar to those measured by
XRD. Most paired XRD and Raman spectroscopy results
are close to the ideal relationship of 1.00 (Figure 7),
despite some additional variability from the lowest
impactor stage samples. The calculated mass proportions
of quartz particulate are similar for each particle size
fraction from cutting and polishing, although the values
from cutting are closer to the proportion of crystalline
silica in the bulk material than for polishing. The vari-
ability in the estimated mass values obtained for the
impactor stage with the lowest particle size fraction
could be due to (a) measurement errors for low masses
of crystalline silica in the presence of significant
mineral interference (e.g., for the diorite samples
with only 7% quartz in an anorthite matrix) and
(b) correction errors caused by some migration of parti-
cles from the third to the fourth impactor stage. Particle
bounce from one stage to another is a phenomenon that
can occur when the impaction collection mediums are
heavily loaded.[38]
Spectra and scans showed that Raman spectroscopy is
of greater benefit than XRD when measuring samples
containing zircon (ZrSiO4). Zircon is fully resolved when
using Raman spectroscopy (Figure S9) and potentially
more accurately measured, whereas it is a significant
interference for the main quartz reflection at 26.6 when
using XRD (Figure S10). There is also interference of the
Raman band shift for quartz at 464 cm−1 from some com-
mon feldspar mineral components like albite, anorthite
and microcline; however, these were resolved using
the peak fitting software in the Raman spectroscopy
instruments WIRE™ operating program (Figure S11).
The mapping process also allows for occasional Raman
spectrum with too much interference to be omitted,
because the mean density of particles over the filter
surface should be reasonably consistent. XRD has
similar issues with interference from silicate minerals[39]
(Figure S12).
A significant issue for Raman spectroscopy is the
presence of rutile (titanium oxide, TiO2). Rutile was
found as a contaminant in the engineered stone samples
(about 0.5% to 2%), although it is not usually present in
other workplace samples for RCS measurement. Rutile
bands were difficult to resolve from quartz and may have
contributed to some high Raman spectroscopy values
FIGURE 8 The thoracic fraction. A comparison of Raman and
X-ray diffraction (XRD) measurements of crystalline silica collected
from cutting and polishing of sandstone, engineered stone, diorite
stone and sintered stone
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(+10% to +20%) when compared with XRD results.
Despite these potential issues, the slope coefficient
between Raman spectroscopy and XRD measurements
for crystalline silica, from cutting and polishing stone, is
close to the ideal of 1.00. One disadvantage for practical
work is that Raman spectroscopy is not able to cope with
excess filter residue as well as XRD. Occasional incidents
of visible excess filter residue were thought to be the
cause for the single points significantly below the trend
line for the 1:1 relationship in Figures 7 and 8. However,
excess filter residue after ashing is probably not signifi-
cant when dealing with more routine samples in the
United Kingdom. The GK 2.69 samplers used 37-mm-
diameter filters in anticipation of some high loadings of
aerosol, whereas most respirable samplers in the United
Kingdom use 25-mm-diameter filters that substantially
reduce the amount of material (by about 55%).
A high background level in the Raman spectrum
was a significant issue for the first set of samples of
engineered stone (R1) prepared for measurement, which
was attributed the use of an old set of silver filters with a
rougher scratched surface. The measurement time had to
be reduced to permit analysis, which resulted in broader
Raman bands and curved backgrounds, which makes
the fitting of the band profile difficult when using the
software and a linear background correction.
4.2 | Response due to particle size and
sample depth
The calibration encompassed samples with a range of
particle densities from scattered particles in each field of
view to multilayers (Figure S4).
Figure 2 indicates that the Raman band intensity is
proportionally related to the volume of particles
(N) within the cross-sectional area of the laser (A)
(Equation 2) when the loading is below 1000 μg.
At low particle densities, the depth of the sample (d)
is effectively the particle diameter and the absorption (α)
is from the particle itself, because other particles are not
close enough to influence the Raman scattering. There-
fore, the scattering coefficient (s) will depend on the vol-
ume of particles within the illuminated cross-sectional
area. The character of the Raman band intensity changes
at higher mass loadings from one where there are
relatively small variations in depth to one where more
particles are packed in multilayers within the volume of
the focused laser. Factors like absorption and multiple
scattering, of laser, Rayleigh and emitted Raman photons
(Equation 1) by adjacent particles, are more prevalent
and will contribute to the Raman scattering collected by
the optics. The increase in Raman scattering coincides
with significant attenuation for XRD measurements,
which (for calibration samples) is attributed with point at
which sufficient multilayers of particles are present to
prevent XRD radiation from fully penetrating into the
sample.[36] Figure 2 also shows that the intensity has not
achieved its maximum penetration depth, because it has
not yet reached a plateau.[28]
The relative response for the Raman band at
464 cm−1 is fairly constant for particles with diameters
from about 1 to 7 μm (Figure 3) and closely follows the
predicted proportion of crystalline material for particles
with an amorphous/disordered structural surface layer of
0.03-μm depth, as described by Foster and Walker[10] and
Nagelschmidt et al.[14] This demonstrates the relationship
between the Raman area band response and the crystal-
linity of the particle. This finding is expected because the
area intensity for both XRD and Raman spectroscopy[40]
is closely related to the molecular symmetry in the crystal
structure.
For example, the principal Raman shift at 464 cm−1 is
related to the oxygen (O) motion in the plane of Si–O–Si
atoms of silicon (Si) and oxygen.[41] Sato and McMil-
lan[41] demonstrated that it is the oxygen atoms that
contribute most to the intense Raman band shift for
quartz at 464 cm−1, whereas the silicon atoms remain
relatively stationary within their structural arrangement.
Raman spectroscopy was significantly more sensitive
when measuring particle size fractions below 1 μm. It is
possible that the Si–O–Si plane of molecular symmetry
extends further into the surface layer of quartz and that
some Raman scattering will still be emitted from
Brillouin zones within the more disordered structure.[40]
Most practical studies[30,32,33,42,43] show an increase in
Raman band intensity with decreasing particle size.
However, Chio et al.[31] found that the response increased
with particle size when studying grains of quartz. More-
over, Hu et al.[42] demonstrated a curved relationship for
one crystalline polymorph where the Raman band
response increases as particle size decreases and reaches
a plateau before decreasing with decreasing particle size
for the smallest particles. Hu et al.[42] and Chio et al.[31]
studied relatively large particle sizes (64- to 215-μm and
11- to 250-μm grain size, respectively), and both proposed
that the analysis volume was a major influence affecting
the measurement response and particle size; that is, parti-
cle size effects were reduced for larger particle sizes by
increasing the laser sampling volume. This hypothesis is
supported by the Monte Carlo simulations of Raman
scattering in solids and powders studied by Duy et al.[44]
Duy et al.[44] examined pellets and powders of pure
lactose with different particle sizes (38 to 382 μm in
diameter) using three different instrumental arrange-
ments. Modelling the scattering of photons showed that
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the scattering centre moves deeper into the particle and
has a broader direction of scatter as the particle size
increases. Duy et al.[44] found that, in practice, the
relationship between response and particle size was
dependent on the geometric etendue of the instrument.
The number of photons counted could increase with
particle size when the detector area was much larger
than the illumination area (×4.2) but could also decrease
when the two areas were more similar (×1.6) because the
laterally scattered photons on larger particles were not
detected as efficiently. Previous method development
work showed a decrease in measurement sensitivity
when using the quartz reference material with the largest
particle size (Quin B),[24] suggesting that the instrument
arrangement proposed for the measurement method was
not efficiently collecting the laterally scattered photons
for the very largest particles in this instance. In this
research, reported herein, the minimum area of the
focused spot was 4.5 μm2, which is slightly less the than
median diameter of the particles of Quin B (7 μm).
Moving to a lower magnification objective to increase the
collection of laterally scattered photons will not improve
the intensity of the Raman scatter, because the lower
magnification with low numerical aperture has a smaller
angle of light collection.[45]
Fine grains studied in this work are smaller than
those previously investigated and will scatter photons in
a relatively localised area close to the particles' surface,
which will be efficiently collected by the detector when
using the current optics applied by the method proposed
by Stacey et al.[24]; that is, the proportion of laterally dis-
persed photons is small for particles in this study. These
conditions may account for the plateau for Raman band
intensity observed in this research, for fractions of quartz
particles with median diameters between 1 and 7 μm.
5 | CONCLUSION
Raman spectroscopy is a promising alternative to XRD
for measurement of RCS and has a much lower LOD of
around 0.2 μg. The technique is highly correlated with
XRD, when measuring the respirable and thoracic
health-related particle size fractions of aerosols, gener-
ated from the cutting and polishing of natural and artifi-
cial stones, and demonstrates the useful application of
Raman spectroscopy when analysing workplace exposure
samples from stonemasonry activities. In particular,
Raman spectroscopy has a distinct advantage over XRD
when measuring crystalline silica in samples containing
significant levels of zircon (about 50%).
The Raman band response for crystalline silica
increases with mass loading of aerosols when using a
standard sized deposition area. The point at which the
Raman band response increases, more than the slope for
a linear relationship, coincides with the mass at which
the XRD response attenuates as a result of X-ray absorp-
tion, that is, matrix absorption due to multiple layers. In
effect, the XRD results would under-predict when the
Raman spectroscopy measurements start to over-predict
the ‘true’ value. This suggests that there was a relation-
ship between X-ray absorption and scattering of Raman
photons when the measurement conditions used in this
study were applied.
The Raman band response is closely related to the
predicted crystallinity of the quartz particle. A slight drop
in intensity at 7 μm is probably due to the geometric
etendue of the instrument.
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